A densitometric evaluation of two radiographic duplicating films under differing conditions of exposure and processing.
A method for the evaluation of radiographic duplicating films under differing conditions of exposure and processing is described. Two duplicating films are compared under exposure of incandescent and ultraviolet light sources and processing by one automatic and two manual methods. Differences in response relating to film type, light source, and processing method are demonstrated.